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STROKE
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19 1618
14

1.13 [28.6]
1. LOCATION: 31.10 m FROM APS ID STRAIGHT SECTION CENTER

7. OUTPUT FLANGE O.D.: 14 inch

11. MASK MOTION STRUCTURE: LINEAR

3. HORIZONTAL MAXIMUM ACCEPTANCE: 3.86 mrad

15. DEVICE FLANGE TO FLANGE LENGTH: 917.5 mm (WITH

          END POINT REPRODUCIBILITY: .05 mm

8. MASK GRAZING INCIDENCE ANGLE: 90 degree

10. WATER COOLING: COAXIAL COPPER MESH-FILLED TUBE

4. VERTICAL MAXIMUM ACCEPTANCE: 0.43 mrad

17. MAXIMUM TOTAL POWER: 1560 W

2. OPTICAL APERTURE AREA: 120 mm (H) x 13.3 mm (V)

SST 17619 5/16 PLAIN WASHERVARIAN NCR 925 OR 936

P4102010108-220000

P4105090906-200013

P4105090906-200010

P4105090906-200011

P4105090904-200012

P4105090906-240000

P4105090904-220000

P4105090904-230000

P4105090104-830100

P4105090104-820200

P4105090906-250000

P4105090906-210000

P4105090904-200014

A1528503

P4105090906-200000-03

P6 B.M. W/M/S
INTEGRAL SHUTTER ASSEMBLY
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SEE PARTS LIST

J. GOGOL 3/28/93

J.CHANG 5/4/94

J. CHANG/J. GOGOL3/28/94

J.CHANG 5/4/94

D.SHU 5/12/94

T.M.KUZAY 5/16/94

2FOR REFERENCE ONLY.

  LOCK IN PLACE.
5. ALL DRILLED HEAD SCREWS SHALL BE WIRED TO

#27,28,29,30 ADDED; 4,5,6,14,16,18,19 UPDATED;

01 B.M. WAS I.D.

GEN. UPDATE;

DIM. 9.05 WAS 8.90

39mm STROKE WAS 35mm

02

02

01

01

J.C. 6/30/94R.K.

J.G.

J.G.

R.K.

R.K.

J.C.

J.C.

8/31/94

8/31/94

J.C. 6/30/94

6/30/94J.C.

REV. NO’S REMOVED; #20 UPDATED; GEN. UPDATE;03 J.G.

101

PRIOR TO TESTING.

VEECO MS-9, MS-90 OR MS-18

SENSITIVITY SHALL BE PERFORMED JUST

CALIBRATION OF THE LEAK DETECTOR

FINAL TEST WILL CONSIST OF SURROUNDING

THE CHAMBER (BAGGING) WITH HELIUM. THE

3. ALL DIMENSIONS WITH [ ] ARE MILLIMETERS

IN THE MOST SENSITIVE RANGE OF THE LEAK

DETECTOR IS SENSED WITHIN 1 MIN.

4. ALL DIMENSIONS IN BRACKETS, EITHER [ ] OR ( ),

CHAMBER WILL BE REJECTED IF A 2% DEFLECTION

IN THIS DRAWING AND SUB’-TIER DRAWINGS ARE
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02

02
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03
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Du PONT CEC 24-120B
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1402
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17
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1P4 ALIGNMENT FIXTURE

01

P6 VACUUM CHAMBER ASSEMBLY SST 304 1

P6 HOUSING COVER

P6 HOUSING WELDMENT

A4 BELLOWS & ROD ASSEMBLY

P4 FIRST MONO SHUTTER ASSEMBLY

P6 WHITE BEAM ABSORBER ASSEMBLY

S1 SAFETY SHUTTER PROX. SWITCH ASSEMBLY

P4 SECOND MONO SHUTTER ASSEMBLY

A4 39mm NONROTATING CYLINDER ASSEMBLY

P6 UPPER BLOCK

P6 MIDDLE BLOCK

P4 LOWER BLOCK

5/16-24 UNF x 1-3/4 LG 12-PT HD BOLT

5/16-24 UNF x  2-1/4 LG 12-PT HD BOLT

5/16-24 UNF FLANGE HEX. NUT

METAL SEAL GASKET (MDC)

METAL SEAL GASKET (MDC)

P/N 191009

P/N 191017

1

1

1

1

SST 304

SST 304

1

1

1

1

1OFHC COPPER

TUNGSTEN

TUNGSTEN

TUNGSTEN

OFHC COPPER 6

3

3

3

SST SILVER PLATED

SST SILVER PLATED

SST

120

8

176

161819 14 30

02

8" NONROTATABLE FLANGE

(4.729 [120.11])

P4105090904-200015

THIS VIEW EXCLUDES REDUCING FLANGE(4.328 [109.93])

1 815 1817 19

.07 [1.76]

11.24 [285.4]

(2.630 [66.79])

WITH ALUMINUM FOIL.

2. DEVICE SHALL BE LEAK TESTED

AND WRAP UP FOR UHV PACKING

MINIMUM SENSITIVITY FOR HELIUM

LEAK METER DIVISION, SUCH AS:

OF 2X 10 -10 STANDARD CC/SEC PER

  USING A MASS SPECTROMETER WITH

1. THIS IS A UHV ASSEMBLY, KEEP THE
UHV PARTS CLEAN DURING ASSEMBLY

(14.40 [365.8])

G NOTES:

ALCATEL ASM-11OTCL
03

03
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21

22

23

25

27
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28
02

02 30
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22 23 262524

13 (7.874 [200.00])

12

01

9.05 [229.87]
(3.155 [80.137])

4

9

14

(2.299 [58.38])

(1.378 [35.00])

WHITE BEAM

MONO BEAM

(3.612 [91.76])

2010 21

.709 [18.00]

4.724 [119.99]

1.54 [39.0]

11

G

(36.398 [924.50])

7

LC

P/N 191019 METAL SEAL GASKET (MDC)

#6 LOCK WASHER

#6-32 UNC x 1/2 LG SHCS (DRILL HDS)

FLANGE 10" NOM. NONROTATABLE BLANK

3/8-24 UNF HEX. NUT

3/8 PLAIN WASHER

P4 Ø14" TO Ø8" REDUCING FLANGE

METAL SEAL GASKET (MDC)

3/8-24 UNF x 3" LG 12-PT HD BOLT
P/N 191025

P/N 110032 (SHT.2)

FLANGE 8" NOM. NONROTATABLE BLANK

5/16-24 UNF x  2-1/2 LG 12-PT HD BOLT

P/N 110030 (SHT.2)

SST SILVER PLATED

SST 304

OFHC COPPER

SST

4

4

1

1

SST 304

SST SILVER PLATED
SST

SST

30

2

30

30

SST 304

OFHC COPPER
SST SILVER PLATED

2

48

2

(2.686 [68.21])

.827 [21.00]

MAIN CHAMBER
LC BEAM

CL

FIRST MONO SHUTTER

S1 P4102010108-220000 S1 P4102010108-220001

A4 P4105090104-810205

A4 P4105090104-820204

S1 P4102010108-220002

(8.412 [213.65])

P3 P4102020103-210004

P3 P4102020103-210003

P6 P4105090906-250107

A3 P4105090103-810200

A3 P4105090103-810100

P3 P4102020103-210005

P3 P4102020103-210006

P3 P4102020103-210008

A4 P4105090104-830100

A4 P4105090104-820200

A4 P4105090104-820103

A4 P4105090104-820202

A4 P4105090104-820201

A4 P4105090104-820104

A4 P4105090104-810203

A4 P4105090104-830102

A4 P4105090104-830101

A3 P4105090103-850003

P6 P4105090906-200013

P4 P4105090904-200012

P4 P4105090904-200015

P4 P4105090904-200014

A3 P4105090103-850000

A3 P4105090103-850002

A3 P4105090103-810001

A3 P4105090103-810204

A3 P4105090103-810203

03

14. MASK LENGTH: 54 mm

    HEAVY METAL STOP)
16. VACUUM: UHV COMPATIBLE

13. DAMPER: PNEUMATIC

12. ACTUATOR: PNEUMATIC

A3 P4105090103-810201

A3 P4105090103-810202

5. CLOSING TIME: 1 sec
6. INPUT FLANGE O.D.: 8 inch

9. MASK MATERIAL: OFHC

01

01

01

DETECTOR IS SENSED WITHIN 1 MIN.

  LOCK IN PLACE.

FOR REFERENCE ONLY.
IN THIS DRAWING AND SUB’-TIER DRAWINGS ARE

5. ALL DRILLED HEAD SCREWS SHALL BE WIRED TO

4. ALL DIMENSIONS IN BRACKETS, EITHER [ ] OR ( ),

3. ALL DIMENSIONS WITH [ ] ARE MILLIMETERS

A1528503

P4105090906-200000-03

P6 B.M. W/M/S
INTEGRAL SHUTTER ASSEMBLY

HALF
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SEE PARTS LIST

J.GOGOL 3/28/94

J.CHANG 5/4/94

J. CHANG/J. GOGOL3/28/94

J.CHANG 5/4/94

D.SHU 5/12/94

T.M.KUZAY 5/16/94

TOP VIEW

19 2918

02

28 27

B.M. WAS I.D.

GEN.UPDATE;

CHANGE SPECIFICATION 2, 3, & 4

01

01

02

R.K.

R.K.

J.G.

6/30/94J.C.

6/30/94J.C.

J.C. 8/31/94

 Ø14" TO Ø8" REDUCING FLANGE

01

ALCATEL ASM-11OTCL

MINIMUM SENSITIVITY FOR HELIUM

PRIOR TO TESTING.

LEAK METER DIVISION, SUCH AS:

WITH ALUMINUM FOIL.
AND WRAP UP FOR UHV PACKING

2. DEVICE SHALL BE LEAK TESTED

Du PONT CEC 24-120B

VARIAN NCR 925 OR 936

VEECO MS-9, MS-90 OR MS-18

CHAMBER WILL BE REJECTED IF A 2% DEFLECTION

IN THE MOST SENSITIVE RANGE OF THE LEAK

THE CHAMBER (BAGGING) WITH HELIUM. THE

FINAL TEST WILL CONSIST OF SURROUNDING

CALIBRATION OF THE LEAK DETECTOR

SENSITIVITY SHALL BE PERFORMED JUST

OF 2X 10 -10 STANDARD CC/SEC PER

UHV PARTS CLEAN DURING ASSEMBLY
1. THIS IS A UHV ASSEMBLY, KEEP THE

  USING A MASS SPECTROMETER WITH

LC

35mm - 8" LINEAR ACTUATOR

(20.94 [531.9])

(10.47 [265.9])

NOTES:

(18.338 [465.80])

(36.120 [917.45])

(35.000 [889.00])

SECOND MONO SHUTTER
LC

(8.620 [218.95])

VIEW H - H

VIEW G - G

(7.437 [188.91])
L

8" FLANGE

.83 [21.0]

C

7. FEEDTHROUGH FLANGE O.D.: 4.5 inch

15. MAXIMUM TOTAL POWER: 10 W

8. MASK INCIDENCE ANGLE: 90 degree

4. VERTICAL MAXIMUM ACCEPTANCE: 0.58 mrad

10. WATER COOLING: CONVENTIONAL AIR COOLING WITH RADIATOR

13. HEAVY METAL SIZE: 120 mm (H) x 35.6 mm (V) x 65 mm (L)

9. MASK MATERIAL: HEAVY METAL (TUNGSTEN)

          END POINT REPRODUCIBILITY: .05 mm

2. OPTICAL APERTURE AREA: 120 mm (H) x 10 mm (V)
1. LOCATION: 31.15 m FROM APS ID STRAIGHT SECTION CENTER

FOR P6 BM MONOCHROMATIC PHOTON SHUTTER 1:

3. HORIZONTAL MAXIMUM ACCEPTANCE: 3.87 mrad

FOR P6 BM WHITE BEAM PHOTON ABSORBER:

5

6

STROKE
01

1.535 [39.00]    ASSEMBLY 7 BY USING FOUR Ø3/16" "L-PINS" BEFORE TIGHTENING

6. INSTALL CYLINDER ASSEMBLY 6 WITH BELLOWS AND ROD ASSEMBLY 7

10. LIFT UP HOUSING WELDMENT ASSEMBLY 9 AND REMOVE ALIGNMENT
   BLOCKS 13 , 12 , 11 AGAINST THE HOUSING WELDMENT ASSEMBLY 9 .
9. INSTALL HOUSING COVER 10 AND TIGHTEN SCREWS TO PUSH TUNGSTEN

8. INSTALL TUNGSTEN BLOCKS 13 , 12 , 11 INTO THE HOUSING WELDMENT

   CHAMBER ASSEMBLY 1 AND LOCK IN PLACE WITH SET SCREWS AND
7. TIGHTEN SHOULDER SCREWS OF CYLINDER ASSEMBLY 6 TO VACUUM

   SHOULDER SCREW (P4105090104-810205) TO HOUSING WELDMENT

   ASSEMBLY 9 .

    FIXTURE  2 .

   ASSEMBLY 9 .

   HEX. NUTS.

5. REMOVE "L-PINS"

   AND LOCK IN PLACE WITH JAM NUT.

4. CENTER 4-1/2" FLANGE WITH 8" FLANGE OF BELLOWS AND ROD
   ALIGNMENT FIXTURE  2  AND TIGHTEN SCREWS IN FLANGE.
   ASSEMBLY 1 . LINE UP DOWEL PINS OF 7 WITH THE PIN OF

1. INSTALL ALIGNMENT FIXTURE  2 IN VACUUM CHAMBER ASSEMBLY 1 .

ASSEMBLY PROCEDURE FOR BEAM STOP/COLLIMATOR:

3. INSTALL BELLOWS AND ROD ASSEMBLY 7 INTO VACUUM CHAMBER

2. DROP HOUSING WELDMENT ASSEMBLY 9 INTO LOCATING PINS
   OF ALIGNMENT FIXTURE  2 .

P4 P4105090904-230101

P3 P4102020103-210002

A3 P4105090103-810200

A3 P4105090103-810100

P4 P4105090904-220104

P3 P4102020103-210003

P6 P4105090906-250101

P4 P4105090904-220104

A3 P4105090103-830100

A3 P4105090103-830200

P3 P4102020103-210003

P3 P4102020103-210002

P6 P4105090906-250000

P6 P4105090906-240000

P6 P4105090906-200000

P6 P4105090906-200010

P6 P4105090906-200011

A3 P4105090103-830003

P6 P4105090906-250100

02

A3 P4105090103-830002

A3 P4105090103-810001

A3 P4105090103-830000

P4 P4105090904-220001

P4 P4105090904-220003

P4 P4105090904-230000

P4 P4105090904-230003

A3 P4105090103-810003

A3 P4105090103-810002

P4 P4105090904-230100

A3 P4105090103-810001

A3 P4105090103-810000

11. ACTUATOR: PNEUMATIC

A3 P4105090103-810203

A3 P4105090103-830204

A3 P4105090103-810202

A3 P4105090103-810201

DESIGN SPECIFICATIONS

12. DAMPER: PNEUMATIC

14. VACUUM: UHV COMPATIBLE

A3 P4105090103-810202

A3 P4105090103-810203

A3 P4105090103-810204

A3 P4105090103-810201

6. BASE FLANGE O.D.: 8 inch
5. CLOSING TIME: 1 sec

01

01

01

P4 P4105090904-220101

P3 P4102020103-210002

P6 P4105090906-210000

P4 P4105090904-220000

P4 P4105090904-220001

P4 P4105090904-210001

P6 P4105090906-210100

P4 P4105090904-220100

DESIGN SPECIFICATIONS

8" FLANGE
CL


